[Evaluation of the Coulter T-660 hematologic analyzer compared with the Hemalog 8/90].
The authors evaluated technical performance of two automated haematological counters, the Coulter T-660 in comparison to Hemalog 8/90. Both systems showed a good correlation and a good precision. The Coulter T-660 revealed to be a high standard analyzer, that can adequately support more complex haematological analyzers in laboratory routine.